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Abstract 


r-  *  *  rs  $ 

"'-The  finely  focused  ion  bean  is  a  new  instrument  vith  many  uses.  It  can  focus 
a  beam  of  any  one  of  many  species  of  ions  at  energies  up  to  200  kV  to 
dimensions  belov  0.1  Hh.  This  capability  can  be  used:  to  implant  dopants  in 
semiconductors  in  a  maskless  process,  to  mill  avay  material  and  repair  masks 
or  circuits,  to  deposit  material  vith  submicron  resolution  if  an  appropriate 
local  gas  ambient  is  present,  to  perform  lithography  by  exposing  resist,  and 
to  analyze  and  examine  specimens.  There  are  about  30  sophisticated  systems  in 
operation  vorld  vide,  about  tvo  thirds  of  them  in  Japan.  The  field  is  still 
in  its  infancy,  and  one  can  expect  both  improvements  in  machinery  and  many  nev 
applications  to  develop  particularly  in  the  area  of  custom  semiconductor 
devices. 
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The  finely  focused  ion  beta  is  s  nev  instrnaent  with  asny  uses.  It  can 
focus  a  beaa  of  any  one  of  aany  speciea  of  ions  at  energies  np  to  200  kV  to 
diaensions  below  0.1  pa.  This  capability  can  be  seed:  to  iaplant  dopants  in 
seaicondnctors  in  a  aa ski ess  process,  to  Bill  away  aaterial  and  repair  aaaks 
or  circuits,  to  deposit  aaterial  with  snbaicron  resolntion  if  an  appropriate 
local  gas  aabient  is  present,  to  perform  lithography  by  exposing  resist,  and 
to  analyze  and  exaaine  specimens.  There  are  about  30  sophisticated  systems  in 

operation  world  wide  about  two  thirds  of  thea  in  Japan.  The  field  is  still  i' 

V 

its  infancy;  and  one  can  expect  both  iaproweaents  in  machinery  and  aany  new 
applications  to  develop  particularly  in  the  area  of  custom  semiconductor 
devices. 

*  Supported  by  Draper  Laboratory  (contract  DLE-225270).  DARPA  (contract 
MDA903-85-C0215),  Joint  Services  Electronics  Program  (contract  DAAG29-83-k- 
0003).  and  Nippon  Telephone  and  Telegraph. 
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Focased-Ion-Beaa  Technology 

Not  since  the  laser  has  a  new  iastraaent  appeared  with  as  maay  uses  as 
the  fiaely  foeased  ioa  beaa.  These  ases  raage  from  maskless,  resistless 
fabrieatioa  of  iategrated  cireaits  to  microanalysis  of  prehistoric  artifacts. 
At  preseat  ioa  beams  of  aay  camber  of  ioa  species,  among  them  the  dopaats  of 
Si  aad  GaAs,  caa  be  foeased  to  dimeasioas  below  0.1  pm  at  acceleratiag 
woltages  of  ap  to  200  kV  aad  carreat  deasities  ia  the  focal  spot  oa  the  sample 
of  1  A/ cm2.  Eaergetic  ions  (10  keV  to  200  keV)  iacideat  on  a  solid  caa: 
imbed  themselves  to  prodace  doping,  caase  sarfaee  atoms  to  be  spattered  off, 
caase  electrons  to  be  emitted,  iadaee  chemical  reactions,  aad  prodace  lattice 
dasuge.  These  many  effects  have  led  to  maay  applications.  The  maia  driving 
force  for  the  development  of  this  technology,  however,  has  come  from  the  * 
potential  impact  oa  semieondactor  device  fabrication. 

Althoagh  the  earliest  'development  of  sophisticated  foeased  ioa  beam 
systems  occarred  ia  the  B.S.  at  the  Baghes  Research  Laboratories*1* *2*  the 
largest  volume  of  research  work  ia  the  field  is  aow  beiag  doae  ia  Japan.  All 
of  the  sujor  iategrated  circait  manufacturers  ia  Japan  have  mounted  research 
efforts,  aad  a  total  of  about  20  machines  are  ia  operation.  While  a  total  of 
eight  companies  manufacturing  these  machines  have  sprang  ap  in  the  U.S.,  ia 
Great  Britain,  aad  ia  Japan,  only  JE0L  ia  Japan  caa  be  considered  in  a 
production  mode.  JE0L  has  delivered  a  total  of  15  machines,  all  domestically. 
At  this  poiat  the  others  have  delivered  at  most  one  or  two  machines  each. 

Ecalameat 

A  foeased  ioa  beam  machiae  has  three  major  parts:  the  source  of  ions, 
the  ioa  optical  column,  which  focuses  the  beam  aad  ia  some  cases  mass 


separates  ions;  sad  the  saaple  stage  aad  beaa  deflection  system.  It  reseables 
aa  electron  beaa  lithography  systea  both  in  operation  and  in  principle,  except  I 

that  ions  instead  of  electrons  are  focused  on  to  the  saaple. 

The  developaent  of  the  high  brightness  liquid  aetal  ion  source  in  1975^ 
was  the  single  aost  iaportant  factor  in  launching  this  technology.  Before 
that  in  1973  ions  froa  an  iaplanter  had  been  focused  and  aany  of  the  potential 
applications  had  been  deaonstrated  or  postulated. However,  the  current  of 
ions  in  the  focal  spot  was  discouragingly  low.  The  liquid  aetal  field 
ionisation  source  boosted  this  current  density  by  4  orders  of  aangnitude.  In 
this  source  a  liquid  aetal  fila  is  aade  to  flow  down  a  sharp  needle  (usually 
tungsten)  froa  a  reservoir,  see  Figs.  112.  The  needle  faces  an  extraction 
electrode  which  produces  a  high  electric  field  at  the  sharp  tip.  since  the. 
electric  field  is  acting  on  a  liquid  conductor,  this  conductor  further  deforas 
to  produce  an  even  sharper  cone.  The  apex  of  this  cone  is  the  source  of  ions. 

Sources  of  aany  eleaents,  either  pure  or  in  alloys,  have  been  .developed.  6a 
is  the  aost  coaaonly  used,  AuSi,  PtB,  AuBeSi  are  soae  of  the  others.  The 
lifetiae  of  these  sources  is  in  soae  cases  100  hours  or  aore. 

The  ion  optical  coluan  is  a  stack  of  precision-aachined  electrostatic 
lenses  and  other  eleaents,  see  Fig.  2.  In  the  siaplest  case,  where  single 
eleaent  sources  are  used,  the  coluan  can  be  a  single  lens  and  beaa 
deflector^).  With  alloy  sources,  a  aass  separation  eleaent,  usually 
consisting  of  crossed  electric  and  nagnetic  fields,  is  used  in  conjunction 
with  two  or  three  lenses. (2)  The  aost  advanced  coluan  of  this  type  built  to 
date.  Fig.  3,  has  operated  at  voltages  up  to  200  kV,  and  deaonstrated  beaa 
diaaeters  below  0.1  ya.^  The  operation  of  the  coluan  is  shown  scheaatically 
in  Fig.  2. 
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This  .offers  (rest  flexibility  end  simplicity.  With  no  need  for 
resist  or  lithography  one  can  in  a  single  step  vary  the  implantation 
dose  from  transistor  to  transistor  on  a  chip,  or  one  can  vary  the 
dose  as  a  function  of  position  within  a  transistor. ^  This  My 
lead  to  novel  devices.  The  price  for  this  flexibility  is  lower 
throughput.  The  focused  ion  beam  implants  point  by  point.  With  a 
0.1  pm  diameter  beam,  an  area  of  1  ctP-  can  be  implanted  to  a  dose 
of,  say,  €  x  1011  ions/cm^,  which  is  typical  of  a  NOS  channel 
implant,  in  17  min.  Source  and  drain  implants  are  3  orders  of 
magnitude  higher  and  would  be  practical  over  only  very  limited 
areas.  While  standard  large  area  fabrication  will  not  be  replaced, 
the  door  has  been  opened  to  special  applications,  device 
customisation,  or  prototyping. 

(2)  Ion  milling.  If  the  ion  beam  scans  an  area  for  a  long  time, 

•  • 

material  is  sputtered  away.  ▲  typical  removal  rate  with  a  Oil  pm 
diameter  beam  is  about  1  pm3 /min.  Even  though  this  is  slow,  and 
only  very  limited  areas  can  be  milled  to  any  significant  depth,  very 
exciting  applications  exist.  Milling  with  focused  ion  beams  proves 
to  be  well  suited  for  photomask  repair  of  both  opaque  and  clear 
defects. (?)  This  is  likely  to  be  the  first  large  scale  coswercial 
use  of  focused  ion  beam.  Three  companies  are  offering  mask  repair 
Mchines.(8)  A  similar  application  is  integrated  circuit  repair. 
Here,  by  milling  away  part  of  a  metal  film  connections  can  be  broken 
(9) (10)'  ang  by  special  techniques  connections  can  also  be  made 
see  Fig  4.  As  will  be  discussed  below,  the  focused  ion  beam  can  be 
used  as  a  scanning  microscope  to  display  the  mask  or  circuit 


before  or  after  repaired.  Tlina  these  applications  become  even  more 
attractive. 

(3)  Ion  assisted  etching.  If  a  gas  ambient  snch  as  chlorine  is  produced 

near  the  surface  of,  sap.  Si  or  GaAs,  then  material  is  removed  where 
the  ion  beam  is  incident.  As  a  result  of  the  ion  induced 

chemical  reaction,  the  rate  of  removal  is  5  to  10  times  faster  than 
by  milling  alone. 

(4)  Ion  assisted  deposition.  This  is  the  reverse  of  etching.  Vhen  a 
gas  ambient  of  A1(CB3)3  or  WFg  i«  created  at  the  surface,  a 
deposition  of  an  Al/C/0  mixture  or  of  tungsten  is  observed  where  the 
ion  beam  is  incident. ^2)  Submicron  width  lines  have  been 
deposited.  This  capability  of  material  addition  can  be  used  to 
repair  opaque  defects  in  photo  masks,  ^  and  potentially  in  x-ray 
lithography  masks.  Even  more  exciting  is  the  possibility  of 
repairing  integrated  circuits  by  adding  conducting  films.  In  fact, 
since  the  deposition  rate  can  be  fast  (a  dose  of  101*  to  1012 
ions/cm2  can  produce  a  usable  film  thickness),  the  wiring  up  of 
prototype  integrated  circuits  such  as  gate  arrays  is  possible. 

(5)  Lithography.  The  use  of  focused  ion  beams  to  expose  resist  is  quite 
similar  to  electron  beam  lithography.  Resists  such  as  PUNA  are 
about  100  times  more  sensitive  to  ions  than  to  electrons  in  terms  of 
charge  per  unit  area.  In  addition,  the  ions  deposit  their  energy 
and  expose  the  resist  in  a  tight  cone  or  cylinder  around  the  point 
of  entry,  while  electrons  scatter  over  a  wider  area  and  can  produce 
unwanted  widening  of  features.  The  finite  range  of  ions,  however, 
limits  the  resist  thickness.  Light  ions  and  high  voltages  reduce 


this  limitation.  A  200 -kV  machine  operated  with  Be+  ions  has 
exposed  0.8  |ud  thick  PMMA^).  Special  cryogenic  sources  of  ions 
which  can  emit  hydrogen  or  helinm  ions  are  being  developed^*)  and 
are  particularly  attractive  for  lithography. 

(6)  Microanalysis.  If  a  mass  spectrometer  is  positioned  to  pick  np  the 
species  that  are  spattered  off  by  the  focused  ion  beam,  then  one  can 
analyze  the  composition  of  solids  with  snbmicrometer  resolution. 

This  is  a  high  resolution  SIMS  (secondary  ion  mass  spectroscopy) 
machine.  The  location  of  the  elements,  can  be  displayed  on  a  CRT 
(cathode  ray  tube).  The  composition  of  meteorites,  integrated 
circuits,  and  and  ancient  fabrics  has  been  studied. 

(7)  Scanning  ion  microscopy.  Vhen  a  beam  of  ions  is  scanned  over  a 
surface,  electrons  are  emitted  from  the  impact  point  6f..  These 
electrons  are  collected  in  a  suitable  multiplier  tube  whose  output 
then  modulates  a  CRT.  The  image  formed  is  similar  to  that  of  a 
scanning  electron  microscope.  The  scanning  ion  microscope  clearly 
erodes  the  sample  examined.  However,  a  photograph  can  be  taken  with 
a  loss  of  less  than  a  monolayer  of  material.  Also  erosion  can  be 
minimized  by  using  computer  image  storage  techniques. 

Xh£  Er&XR: 

The  focused  ion  beam  field  is  still  in  its  infancy.  In  addition  to  the 
demonstrated  applications  discussed  above,  others  can  be  imagined.  Focused 
ion  beam  fabrication  may  permit  a  Isrger  variety  of  devices  to  be  fabricsted 
on  integrated  circuits  than  current  technology  permits.  One  example  might  be, 
electronic  devices  combined  with  optical  or  sensor  devices  on  single  chip. 


One  can  also  speculate  about  all  vacuus  fabrication,  where  a  large  number  of 
fabrication  steps  would  be  carried  out  in  a  single  vacuus  chamber.  The 
fochsed  ion  beaa,  by  eliminating  the  need  for  resist,  would  play  a  central 
role  in  such  a  system.  The  first  step  in  this  direction  has  been  taken  at  the 
Optoelectronic  Joint  Research  Laboratory  in  Japan  where  a  focused  ion  beam 
coitus  and  a  molecular  beam  epitaxy  system  share  the  same  vacuus  chamber. 

The  ion  beam  column  will  also  be  improved.  Lenses  designed  to  reduce 
chromatic  abberation  are  projected  to  increase  the  current  density  by  two 
orders  of  magnitude  and  decrease  the  beam  size  by  a  factor  of  3.^^  In 
addition,  the  present  throughput  limitation  of  focused  ion  beams  may  be 
overcome  for  repetitive  structures  by  the  use  of  multiple  beamlets  deflected 
synchronously.  Such  operation  has  already  been  demonstrated,  d*) 

The  finely  focused  ion  beam  has  opened  a  broad  and  exciting  field  of 
research.  The  first  fruits  of  research  in  this  field  are  beginning  to  be 
harvested  by  the  integrated  circuits  industry. in  the  development  of  photomask 
repair  machinery.  Others  are  still  ripening. 


John  Melngailis 

Massachusetts  Institute  of  Technology 
Cambridge.  MA  02139 
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Liquid  metal  ioa  source  operating;  in  a  test  fixture.  (Photo 
from  Ioa  Beaa  Technologies  lac.)  Blue  light  is  emitted  from  the 
area  near  the  tip  of  the  needle,  which  is  the  source  of  ions.  The 
drop  of  liquid  gallium  is  held  by  surface  tension  between  the  U- 
shaped  heater  ribbon  and  the  shank  of  the  needle.  The  shank  of  the 
needle  is  0.27  am  in  diameter. 
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LASER  BEAM  ALIGNMENT 


Schematic  of  a  focused  ion  beaa  system,  (frost  Hughes  Besearch 
Laboratories) 


A  piotog rapiy  of  tie  200  kV  foeaaed  ion  beta  syetea  (ref.  5)  built 
bp  Tie  Institute  of  Piyaleal  and  Cbeaieal  Eeaearci  la*  Saitaaa,  Osaka 
Uaiyoraity,  aad  JEOL,  Tie  large  aprigit  cylinder  coataiaa  tie 
oolaaua  aad  aoaree  tie  aaaple  atage  ia  at  tie  baae  of  tie  .eolaaa  aad 
tie  paaipiag  ay  a  tea  ia  la  tie  square  eabiaet  oa  wiiei  tie  eolaaa 
zeata. 
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Fif.  4 


Shows  thw  creation  of  a  short  circnit  bstwesn  two  eondneting  filas 
sspsrstsd  by  sa  insulator.  Kef.  11. 

a)  Sehsaatie  of  tho  proosss  in  cross  sootion.  A  square  pit  is  first 
aillsd  through  top  aetal  layer*  through  the  insulator*  and  part  way 
into  tho  sseond  astal  layer.  Then  a  saaller  square  pit  is  allied 
eoneentrie  with  the  first  one  sad  the  sputtered  off  aetal  redeposits 
on  tho  sidewalls. 

b)  Scanning  ion  aierograph  after  the  process  has  been  carried  out. 
Square  at  left  shows  first  step  diseribed  la  a)  allied  for  purposes 
of  coaparisoa  and  on  the  right  is  the  eoapleted  short.  The  slightly 
bowed  in  side  walls  are  produced  by  the  rodeposltion.  This 
eoaaeetloa  had  a  resistance  of  0.4  0.  Tho  pit  aeasures  S  pa  x  S  pa. 
Connect ions  have  also  been  aade  with  pits  of  dimensions  below  1  pa. 
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